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Push Button White. 

Start Device:  Push < 1s. 

Stop Device: Push 10s. 

Push Button Orange. 

Start Measurement:  Push 5s. 

Stop Measurement: Push 5s. 

Indicators. 

Initialize Device. 
          

          

 

Heating Up Device. 
          

          

 

Stand-by – No User Login. 
          

 

 

 

 

 

 

 

 

 

 

 

Stand-by – Valid User Login. 
          

           

Measurement Active 
          

     

     

 

Shutdown – Error. 
          

          

 

Shutdown – Battery Empty. 
          

 

 

 

 

 

 

 

 

 

  

 


